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1.  Introduction 


During  human  data  collection  for  a  3D  perceptual  task,  several  participants  self-reported  the 
experience  that  objects  with  a  greater  degree  of  depth  took  longer  to  appear  on  the  screen.  That  is,  they 
perceived  inter-stimulus  interval  (ISI),  the  time  interval  from  the  offset  of  the  fixation  cross  to  the  onset 
of  the  stimulus,  as  possibly  dependent  on  the  amount  of  depth  at  which  the  stimulus  was  presented  (see 
Figure  1  for  the  trial  event  sequence).  Specifically,  these  participants  reported  that  a  long  ISI  seemed 
to  indicate  a  high  degree  of  depth  in  the  following  stimulus  while  a  short  ISI  could  have  been  evidence 
that  the  stimulus  to  follow  would  have  little-to-no  stereo  disparity.  Their  reports  suggest  a  positive 
correlation  between  the  amount  of  stereo  disparity  in  the  target  stimulus  and  the  amount  of  time  it  takes 
to  display  the  image  on  the  screen. 

The  existence  of  such  a  correlation  in  experimental  timing  would  pose  a  problem  for  human 
behavioral  experimentation  because  the  presence  of  such  a  correlation  might  bias  the  perceptual 
decision  making  processes  of  the  observers.  That  is,  if  the  participants  are  given  an  ISI  timing  cue 
before  the  stimulus  is  presented,  we  are  no  longer  measuring  only  the  response  time  from  the  onset  of 
the  stimulus  or  the  processing  of  the  3D/2D  stimulus.  Rather,  their  responses  reflect  some  biased 
combination  of  the  stimulus  perception  and  the  perceived  timing  of  the  ISI. 

The  reported  apparent  correlation  between  depth  and  ISI  length  could  be  the  result  of  a  perceptual 
phenomenon  or  a  hardware  issue  within  the  3D  display.  When  a  stimulus  is  presented  in  depth,  it  will 
cause  a  physical  verging  of  the  eyes.  With  a  larger  disparity  cues,  more  convergence  is  necessary  in 
order  to  fuse  the  stereo  images  into  a  single  3D  percept.  It  is  possible  that  the  larger  physical 
movements  may  cause  a  longer  perceived  ISI  for  higher  disparity  levels.  Another  possible  explanation 
may  be  that  the  hardware  used  for  the  stimulus  presentation  requires  more  time  to  render  the  stimuli 
that  have  a  larger  disparity  than  those  with  a  low  or  nonexistent  (2D)  disparity. 

The  goal  of  this  effort  is  to  assess  if  there  are  timing  differences  inherent  to  the  3D  stereo  display 
that  cause  the  apparent  correlations  reported  by  participants.  First,  we  review  the  human  subjects’ 
experiment  during  which  these  reports  were  made.  Then  we  report  a  series  of  recordings  and  analyses 
taken  on  the  3D  stereo  display  to  assess  the  presence  of  a  correlation  between  display  time  and  stereo 
disparity  level.  The  results  of  this  work  are  critical  to  determining  if  available  3D  displays  can  be  used 
for  human  perception  research  or  if  they  introduce  artifacts  that  might  bias  performance  and  our 
inferences  about  depth  perception.  It  is  critical  to  have  hardware  in  experiments  that  do  not  introduce 
external  biases  into  our  experimental  procedures. 

In  the  human  perception  studies  of  interest,  observers  were  asked  to  judge  if  a  single  circular  object 
on  the  screen  was  presented  in  depth  or  not  (binary  Yes/No  decision).  Objects  appeared  around  the 
center  of  the  screen,  and  responses  were  made  with  a  two-button  mouse.  The  objects  could  appear  at 
20  different  stereo  depth  levels  ranging  from  flat  on  the  screen  (0  arcmin  disparity)  to  22.56  arcmin  of 
disparity  popping  out  toward  the  observer.  The  top  row  in  Figure  1  depicts  a  trial  that  displays  a  2D 
stimulus.  Participants  reported  a  short  ISI  for  these  trial  types.  The  bottom  row  of  Figure  1  illustrates 
a  trial  when  a  3D  stimulus  was  presented  (image  as  it  appears  on  the  screen  without  the  stereo  lenses). 
Participants  reported  a  longer  ISI  when  3D  stimuli  were  presented.  Specifically,  participants  speculated 
that  as  the  stereo  disparity  increased,  the  ISI  increased.  The  level  of  stereo  disparity  varied  randomly 
on  each  trial  (0-22.56  arcmin).  Participants  wore  passive  polarized  3D  lenses  for  the  duration  of  the 
experiment. 

In  the  screenshot  in  Figure  1,  lower  row,  the  stereo  cue  is  shown  as  two  images;  the  amount  of 
offset  between  the  images  determines  the  amount  of  stereo  disparity.  As  the  amount  of  stereo  depth 
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increases,  the  two  circles  separate  from  one  another.  To  fuse  the  images  into  a  single  percept, 
participants  have  to  converge  their  eyes;  more  change  in  vergence  between  the  0  arcmin  disparity 
fixation  and  the  3D  stimulus  is  needed  as  the  stereo  depth  cue  (distance  between  the  two  circles) 
increases. 

Note  that  because  the  polarized  lenses  are  passive,  there  is  no  possibility  of  a  lens-based  hardware 
asynchrony  issue,  such  as  might  occur  with  the  use  of  active  polarized  lenses.  The  ISI  was  set  to  vary 
uniformly  between  50-750  ms,  and  duration  samples  were  independent  of  the  stereo  disparity  level  on 
each  trial.  This  raises  additional  suspicion  that  a  hardware  issue  was  present.  For  participants  to  notice 
a  hardware  issue  in  which  the  ISI  was  dependent  on  trial  depth,  the  hardware  would  have  to 
systematically  add  latency  correlated  with  the  stereo  disparity  level  to  the  scheduled  random  ISI 
duration. 


n 

1 

ISI 

Blank  Screen: 
Reported  Short 
Interval 

Blank  Screen: 

Respond  Whether  in 

Fixation  Cross 

2D  Stimulus 

“I 

1 

ISI 

Blank  Screen: 
Reported  Long 
Interval 

Blank  Screen: 

Respond  Whether  in 
Depth  or  Not 

Fixation  Cross 

|  3D  Stimulus 

i=> 

■=> 


Next  Trial 


Next  Trial 


Figure  1.  Example  trials  for  both  2D  (top  row)  and  3D  (bottom  row)  stimulus  presentation. 
The  screenshots  show  photos  of  the  display  as  it  would  appear  without  the  use  of  stereo 
lenses. 


In  a  series  of  measurement  studies,  we  addressed  the  potential  relationship  between  the  amount  of 
stimulus  disparity  and  the  duration  of  the  ISI.  The  general  process  was  to  use  high-speed  video 
recording  to  determine  the  actual  recorded  time  between  the  offset  of  the  fixation  cross  and  the  onset 
of  the  stimulus  for  every  trial.  We  systematically  manipulated  the  scheduled  duration  of  the  ISI  and 
the  presentation  order  of  disparity  level.  Each  recording  in  the  series  was  designed  to  test  possible 
sources  of  timing  discrepancies. 
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1.  First  in  Recording  1,  we  fixed  the  ISI  duration  to  50  ms  on  all  trials  and  increased 
disparity  by  one  increment  (-0.60  arcmin)  every  20  trials.  This  was  to  provide  a  baseline 
for  ISI  duration  without  experiment-like  variation  in  the  stimulus  presentation. 

2.  In  Recording  2,  the  trial  order  was  randomized  to  determine  if  a  variable  changes  of 
disparity  between  trials  resulted  in  larger  ISI  deviations  from  the  programmed,  non- 
random  duration  (50  ms). 

3.  Next,  in  Recording  3,  we  randomized  the  ISI  duration  (sampled  from  a  uniform  random 
variable  between  50-750  ms)  to  detect  any  systematic  deviations  from  the  coded  ISI 
(recorded  value  between  50-750  ms)  due  to  random  changes  in  stimulus  disparity  level. 

4.  Finally,  in  Recording  4,  we  fixed  the  ISI  while  logging  the  computer  recorded  ISI  in 
addition  to  calculating  a  camera  recorded  ISI.  The  purpose  of  Recording  4  was  to  see  if 
deviations  of  software-recorded  ISI  and  camera-recorded  ISI  increase  as  stimulus 
disparity  increases. 

To  foreshadow  our  results,  the  above  series  of  recordings  produced  some  mixed  results,  including 
evidence  of  potential  correlations  in  the  machine  timing  characteristics.  Consequently,  in  Recording 
5,  we  recorded  display  timing  while  we  collected  data  from  two  human  observers.  If  there  was  no 
correlation  between  the  human  performance  and  the  variability  within  the  recorded  display  ISI,  we 
could  determine  the  variability  found  (even  if  statistically  significant)  was  not  practically  significant. 
Hardware  variability  may  yield  statistical  significance  under  precise  timing  measurements  but  may  not 
exhibit  systematic  influence  on  participant  decision-making  performance.  If  this  is  the  case,  we  could 
conclude  the  significance  of  the  hardware  variability  was  not  large  enough  for  us  to  change 
experimental  practices.  We  could  deem  the  hardware  sufficient  for  human  experimentation  with 
various  3D  stimuli.  Therefore,  we  could  continue  with  data  collection  as  scheduled. 

We  conducted  this  investigation  only  with  the  3D  stereo  display  used  for  the  Battlespace 
Visualization  Branch’s  (711  HPW/RHCV)  human  studies.  Consequently,  the  exact  numerical  results 
herein  are  specific  to  that  display.  However,  the  methodology  we  employed  may  be  utilized  to  test 
timing  properties  of  other  stereoscopic  displays  of  interest. 


2.  Technical  Specifications 

2.1.  3D  Stereoscopic  Display 

Stereoscopic  images  were  displayed  on  an  LG  55  in.  Class  (54.6  in.  diagonal)  cinema  3D  1080p 
240  Hz  LED  TV  for  stimulus  display.  The  3D  display  utilized  circular  polarized  (film-type  patterned 
retarder;  FPR)  using  a  horizontal  split  type  to  produce  stereoscopic  images.  Human  stereo  perception 
required  passive  polarized  lenses  to  be  worn  by  the  observers. 

2.2.  Recording  Camera 

Video  recording  was  done  with  a  High  Speed  CASIO  EX-FH100  Digital  Camera.  The  video  and 
picture  files  were  stored  with  a  Kingston  Technology  16GB  Micro  SD  Adapter. 
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2.3.  Software 


Video  recordings  were  processed  in  MATLAB  using  the  Image  Processing  Toolbox.  Data  analysis 
was  conducted  using  R  language  for  statistical  computing  (R  Core  Team,  2015).  Custom  experimental 
software  was  programmed  in  OpenGL  for  3D  object  modeling  and  image  rendering. 


3.  General  Recording  Methodology 

All  recordings  were  filmed  at  240  frames  per  second  (fps).  A  pause  in  recording  was  scheduled 
approximately  every  6  minutes  (100  trials)  to  check  spare  camera  memory  capacity.  If  memory  was 
full,  the  video  recordings  were  transferred  to  a  laptop  computer  and  erased  from  the  camera  device. 
The  camera  was  positioned  at  eye-level  120  in.  from  the  display,  the  same  distance  as  a  human 
participant’s  chair.  A  tripod  was  used  to  hold  the  camera  in  place  for  all  recordings.  Grid  lines  on  the 
camera’s  user  display  helped  to  maintain  an  accurate  center  for  the  recording,  critical  for  the  video 
processing  in  MATLAB. 

In  Recording  5,  the  camera  was  approximately  120  in.  from  the  center  of  the  display  and  positioned 
to  the  left  of  the  participant,  angled  to  the  center  of  the  display.  This  allowed  the  participant  to  be 
viewing  the  center  of  the  screen  without  interference  of  the  camera.  The  grid  lines  on  the  camera 
display  were  again  used  to  for  center  alignment.  The  stimuli  were  still  clearly  visible  for  all  video 
processing  of  Recording  5. 


4.  Data  Analysis 

All  recordings  were  uploaded  to  MATLAB.  Using  a  frame-by-frame  corner  shape  detection,  we 
were  able  to  flag  the  frame  number  on  which  the  fixation  offset  occurred.  Similarly,  the  frame 
containing  the  onset  of  the  stimulus  was  determined  by  circle  shape  detection.  We  calculated  the 
number  of  frames  recorded  for  the  ISI  by  subtracting  the  frame  number  of  the  offset  of  the  fixation 
from  the  onset  of  the  stimulus.  This  process  was  repeated  using  MATLAB  for  each  trial  within  each 
video  recording.  We  then  converted  the  number  of  frames  to  milliseconds  (ms).  Given  the  camera 
records  at  240  fps  (240  frames  per  1000  ms),  we  could  divide  ISI  frames  by  240  to  return  each  ISI  in 
terms  of  milliseconds.  For  example,  12  frames  =  12/240*1000  =  50  ms. 

Throughout  the  analyses,  the  key  dependent  measure  of  interest  is  the  ISI  deviation.  We  define  this 
as  the  difference  between  the  scheduled  ISI  duration  and  the  recorded  ISI  duration. 

Each  recording  included  two  planned  analyses.  First,  a  t-test  was  used  to  compare  the  recorded  ISI 
durations  to  the  scheduled  ISI  durations.  For  Recordings  1-2,  where  the  ISI  was  fixed  to  50  ms,  the  null 
hypothesis  was  that  ISI  deviation  =  0,  or  the  recorded  and  scheduled  ISI  were  equal.  These  were  one- 
sample,  right-tailed  t-tests.  For  Recordings  3-4  wherein  the  ISI  was  variable,  paired  two-sample,  right¬ 
tailed  t-tests  were  used. 

Multiple  regression  models  were  fit  to  examine  potential  correlation  in  the  ISI  deviations  and 
various  experimental  conditions.  The  dependent  variable  was  ISI  deviation.  Independent  variables  are 
specified  within  each  Recording’s  results  sections. 

For  all  analyses,  statistical  significance  was  determined  against  Type  I  error  rate  a=.05. 
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5.  Recordings 

5.1  Recording  1:  Fixed  ISI,  Fixed  Order 

The  first  recording  was  designed  to  capture  the  natural  variability  in  the  display  timing.  A  stimulus 
can  only  be  displayed  at  times  when  the  screen  refreshes.  Because  trial  sequences  like  those  in  Figure 
1  are  dependent  on  human  observer  inputs,  which  may  not  occur  on  screen  frame  flips,  the  timing  of 
the  display  will  have  some  inherent  variability  due  to  the  interaction  of  observer  inputs  and  the  screen 
refresh  timing. 

To  capture  this,  all  variability  in  the  experimental  code  was  removed.  The  goal  was  to  identify  if 
there  is  a  systematic  difference  between  the  scheduled  ISI  and  the  recorded  ISI  over  the  course  of  the 
experiment.  The  scheduled  ISI  was  fixed  to  50  ms  on  all  trials.  Stimulus  disparity  increased  by  one 
increment  (-0.60  arcmin)  every  20  trials.  The  lowest  disparity  level  was  displayed  the  first  20  trials  (0 
arcmin,  or  the  2D  stimulus)  and  the  largest  disparity  level  was  displayed  on  the  last  20  trials  (22.56 
arcmin).  A  total  of  thirty-one  different  disparities  were  presented  for  a  total  of  620  trials. 

Using  the  MATLAB  analysis  described  above  (Section  4),  we  determined  the  recorded  ISI  in 
milliseconds.  Using  a  one-sample,  right-tailed  t-test,  we  tested  the  null  hypothesis  of  no  difference 
between  the  two  ISI  durations  against  the  alternative  hypothesis  that  the  recorded  ISI  was  longer  than 
the  scheduled  ISI.  The  recorded  ISI  (MReCorded=58.20  ms)  was  significantly  greater  than  the  scheduled 
ISI  (Mscheduied=5 0.0  ms),  t(6 1 9)=1 8.50,  pc.OOl.  Looking  at  the  recorded  ISI  values  (y-axis  in  Figure 
2),  although  time  is  continuous,  frame  refresh  rates  are  not.  For  the  240  Hz  monitor,  the  screen  refreshes 
every  4.167  ms.  The  scheduled  50  ms  ISI  is  equal  to  12  frames.  But  as  subsequent  trials  are  also 
dependent  on  the  timing  of  the  human  response  to  the  stimulus,  the  stimulus  onset  occurs  at 
approximately  12  frames.  As  Figure  2  illustrates,  many  of  the  stimuli  appear  between  1 1  and  16  frames. 
Due  to  this  variability,  the  hypothesis  of  interest  is  not  necessarily  the  degree  to  which  the  difference 
between  the  scheduled  and  recorded  ISI  durations  is  equal  to  0,  but  if  there  is  a  correlation  between  the 
recorded  ISI  and  other  aspects  of  the  experimental  design.  That  is,  does  the  variability  of  this  timing 
change  over  the  amount  of  disparity  in  the  stimuli? 

Figure  2  plots  disparity  against  the  difference  between  the  scheduled  and  recorded  ISI.  Visual 
inspection  indicates  a  possible  increasing  trend  in  the  data.  Linear  regression  analysis,  shown  as  the 
red  line  in  Figure  2,  confirmed  that  disparity  level  significantly  predicted  the  difference  between  the 
scheduled  and  recorded  ISI,  F(l,  618)=4.40,  p=. 036.  In  the  regression  model,  BDisParity=0.03  with  an 
R2=0.001.  So  although  disparity  was  a  statistically  significant  predictor  of  the  ISI  difference,  disparity 
explained  very  little  of  the  total  variance  in  the  data. 

The  data  from  Recording  1  confirm  that  there  is  an  inherent  variability  in  the  stimulus  display 
times,  such  that  the  recorded  ISI  were  approximately  50  ms.  The  positive  regression  slope  also  suggests 
a  correlation  between  the  amount  of  disparity  and  the  amount  of  variance  in  this  timing.  Because 
stimulus  disparity  strictly  increased  over  the  recording,  it  is  not  clear  if  the  increase  in  timing  variance 
is  influenced  by  the  amount  of  disparity  only  or  is  a  consequence  of  time  in  the  experiment.  This  can 
be  tested  by  varying  the  order  in  which  the  different  disparity  levels  occur. 
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Disparity  (arc  min) 


Figure  2.  Recording  1:  Linear  regression  between  the  ISI  deviation  and  stimulus  disparity 
level.  Each  computed  ISI  is  given  a  circle  icon.  The  red  line  gives  the  regression  line. 


5.2  Recording  2:  Fixed  ISI,  Random  Ordering 

Recording  2  added  the  random  trial  ordering  back  into  the  process  but  continued  to  fix  the 
scheduled  ISI  duration.  This  allows  us  to  examine  the  ISI  durations  as  a  function  of  both  disparity  and 
experiment  duration  without  the  two  independent  variables  being  correlated.  Each  disparity  was 
presented  20  times  ranging  from  0-22.56  arcmin,  same  as  Recording  1.  Now,  the  stimulus  presentation 
order  was  randomly  shuffled.  All  other  parameters  were  the  same  as  Recording  1 .  If  the  order  of  the 
stimuli  does  not  influence  the  display  timing,  then  the  difference  between  the  program’s  ISI  and  the 
recorded  ISI  should  show  no  correlation. 

We  again  check  if  the  recorded  ISI  was  greater  than  the  scheduled  ISI.  A  one-sample,  right-tailed 
t-test  showed  that  the  recorded  ISI  (MReCorded=56.9  ms)  was  significantly  greater  than  the  scheduled  ISI 
(Mscheduied=50.0  ms),  t(619)=17.67,p<.001. 

We  analyzed  the  ISI  deviation  as  a  function  of  both  the  stimulus  disparity  and  the  change  in 
disparity  between  two  subsequent  trials.  Under  the  null  hypothesis  that  there  is  no  difference  in  these 
values  over  any  other  experimental  factors,  then  the  difference  values  should  be  centered  around  zero, 
reflecting  the  natural  variation  in  frames  observed  in  Recording  1 .  The  difference  in  ISI  values  is  plotted 
as  a  function  of  the  stimulus  disparity  in  Figure  3A,  and  as  a  function  of  the  change  in  disparity  between 
trials  in  Figure  3B.  Data  are  plotted  in  frame  count. 

A  multiple  regression  model  explained  R2=0.01  of  the  variability  in  the  data,  F(2,  617)=3.46,  p=. 03. 
Stimulus  disparity  was  a  significant  predictor  of  ISI  deviation,  BDisparity=0.04,  t(617)=2. 39, /;=(). 02.  The 
change  in  disparity  between  trials  was  not  a  significant  predictor  of  ISI  deviation,  BoisparityChange  =-0.002, 
t(618)=-0.15,p=0.88. 
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A  linear  regression  was  fit  to  the  ISI  deviation  as  a  function  of  trial  order,  to  parse  apart  the 
dependence  of  camera  frame  counts  of  disparity  level  and  experiment  duration  found  in  Recording  1 . 
The  model  showed  a  marginally  significant  trend  with  a  nearly  zero  coefficient  value,  illustrated  in 
Figure  3C,  that  experimental  duration  influenced  the  difference  in  ISI  values,  Border=0.0009, 
accounting  for  R2=0.005  of  the  variability,  F(l,618)=2.95,  p=0.09.  Collectively,  these  results  do 
suggest  that  the  recorded  ISI  in  frame  counts  is  statistically  dependent  on  disparity  level  of  the  stimulus 
rather  than  experimental  duration. 
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Figure  3.  Recording  2:  Plots  of  the  difference  between  scheduled  and  recorded  ISI  values 
as  a  function  of  stimulus  disparity  (A)  and  as  a  function  of  the  difference  in  disparity 
between  two  subsequent  trials  (B).  Finally,  (C)  gives  the  ISI  deviation  over  the  sequence  of 
trials  in  the  recording  (reflecting  the  progression  of  time).  We  note  that  the  largest  outliers 
occur  on  some  of  the  earliest  and  later  trials.  All  y-axes  are  in  units  of  frame  count.  The  red 
lines  give  the  regression  lines  fit  to  the  data. 
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5.3  Recording  3:  Variable  ISI,  Variable  Depth 


The  first  two  recordings  suggest  some  positive  correlation  between  the  stimulus  depth,  or  change 
in  depth  between  trials,  and  the  difference  in  scheduled  and  recorded  ISI.  The  goal  of  Recording  3  is 
to  combine  the  variable  stimulus  depth  order  with  the  variable  scheduled  ISI.  This  combination  is 
consistent  with  the  way  the  human  observer  studies  are  run:  on  each  trial,  the  ISI  is  sampled  from  a 
random  variable  and  then  the  depth  of  the  stimulus  is  randomly  selected  from  the  set  of  possible  values. 

The  order  of  disparity  was  replicated  from  the  order  used  in  Recording  2  in  order  to  control  for  the 
variability  within  the  change  in  depth  between  two  subsequent  trials.  For  each  trial,  the  scheduled  ISI 
duration  was  sampled  from  a  uniform  random  variable  ranging  from  50-750  ms.  All  other  aspects  of 
the  recording  are  the  same  as  the  earlier  recordings.  As  Figure  4  illustrates,  the  ISI  deviations  were 
centered  around  zero  with  a  concentration  of  data  between  a  difference  of  -2  and  4  frames,  consistent 
with  the  earlier  recordings. 

We  again  tested  if  the  recorded  ISI  is  greater  than  the  scheduled  ISI  over  the  recording.  Using  a 
paired  two-sample  t-test,  there  was  no  significant  difference  on  average  between  the  recorded  ISI 
(MRecorded=381.8  ms)  and  the  scheduled  ISI  (Mscheduied=380.9  ms),  t(  1 238)=0.08,  p=Al . 

A  multiple  regression  analysis  was  used  to  test  the  predictive  factors  of  disparity,  change  in 
disparity  between  trials,  and  the  scheduled  ISI  on  the  ISI  deviation.  There  were  no  significant 
predictors.  Results  are  summarized  in  Table  1. 

Finally,  contradicting  findings  in  Recording  2,  a  significant  negative  regression  slope  was  found 
for  ISI  duration  difference  over  as  a  function  of  trial  order,  which  is  a  proxy  for  the  total  experiment 
duration  (Figure  4;  F(l,  618)=10.23,  p<.()5).  Thus  far  we  have  found  no  practically  significant  effects. 
The  change  found  across  the  duration  of  the  experiment  was  a  decrease  in  0.002  camera  frames  as  the 
experimental  trials  increased  by  one. 


Table  1.  Regression  Analysis  for  Recording  3 


Factor 

B 

t(615) 

p-value 

Disparity 

-0.01 

-0.264 

.79 

Change  in  Disparity 

0.02 

0.72 

.47 

Scheduled  ISI 

0.002 

0.45 

.66 

Change  in  Scheduled  ISI 

-0.005 

-1.53 

.13 
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Figure  4.  Recording  3:  Plot  of  the  ISI  deviation  as  a  function  trial  number  in  the 
experimental  sequence.  Note  that  the  larger  outliers  in  the  data  occur  between  the  450th 
and  515th  trials.  The  red  line  is  the  regression  line. 


5.4  Recording  4:  Machine  Timing  versus  Display  Timing 

In  Recordings  1-3,  analysis  focused  on  the  display  timing.  However,  the  variability  in  the  machine 
timing  could  be  a  source  of  variability  in  the  display  timing  and  the  perceived  ISI  durations.  The  goal 
of  Recording  4  was  to  record  both  the  internal  machine  timing  within  the  experimental  code  and  the 
display  timing  for  the  stimuli,  to  identify  if  the  machine  timing  biases  the  display  timing.  To  do  this, 
we  added  some  additional  controls  to  the  sequence  of  stimuli,  which  is  generated  ahead  of  running  the 
experiment.  Usually  this  sequence  is  a  random  shuffle  of  the  stimuli  for  each  condition.  In  Recording 
4,  we  controlled  for  the  number  disparity  change  magnitudes  between  subsequent  trials,  to  have  at  least 
40  samples  from  the  range  of  possible  values.  The  stimulus  disparity  cues  were  limited  to  0,  5,  10,  15, 
and  20  arcmin.  The  possible  change  in  disparity  magnitudes  were  ±20,  ±15,  ±10,  ±5,  and  ±0.  This 
recording  included  a  total  of  1228  trials.  The  scheduled  ISI  was  set  to  50  ms. 

The  3D  stereo  display  can  be  converted  to  different  types  of  the  3D  displaying  techniques 
(horizontal  split  type,  vertical  split  type,  etc.).  Different  3D  modes  might  have  different  display 
variability  or  interact  differently  with  the  machine  timing.  To  remove  this  possible  source  of  variance, 
we  chose  to  not  turn  the  3D  mode  on  and  recorded  the  experiment  using  only  one  of  the  two  images  on 
the  display  in  2D  mode. 

Within  our  experimental  code,  a  “tic-toc”  timer  was  added.  A  tic  time  was  recorded  when  the 
command  for  fixation  offset  executed,  and  the  toe  was  recorded  when  the  command  for  stimulus  onset 
executed.  The  difference  between  toe  and  tic  gives  us  the  machine  ISI  time  which  we  can  compare  to 
the  recorded  display  ISI.  This  value  should  be  equal  to  50  ms  if  no  additional  machine  variability  is 
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occurring.  Display  ISI  durations  were  computed  by  high-speed  camera  recording  as  in  Recordings  1- 
3. 

Two  two-sample  paired  t-tests  were  conducted.  In  the  first,  we  tested  if  the  recorded  ISI  was  greater 
than  the  machine  (tic-toc)  ISI  against  the  null  hypothesis  that  they  are  equal.  There  was  a  significant 
difference  in  the  recorded  ISI  and  the  machine  ISI  (MMachine=64.73  ms)  which  was  greater  than  the 
recorded  ISI,  t(1227)=-20.68,  pc.OOl. 

In  the  second  t-test,  we  examined  if  the  recorded  ISI  was  greater  than  the  scheduled  ISI.  There  was 
a  significant  difference  between  the  recorded  ISI  (MRecorded=56.4  ms)  and  the  scheduled  ISI 
(Mscheduied=50.0  ms),  t(1227)=23.74,  /;<.()()  1 .  Thus,  there  were  consistent  differences  in  the  average 
values  of  these  various  timing  measurements.  We  now  look  for  systematic  variation  in  these 
differences. 

A  multiple  regression  model  was  fit  to  the  ISI  deviation  between  the  machine  tic-toc  measurement 
and  the  recorded  display  measurement,  in  milliseconds.  Overall,  the  model  did  not  account  for  a 
significant  proportion  of  the  variability  in  the  data,  R2=0.001,  F(3,1224)=0.51,  p=.68.  The  slopes  for 
disparity  and  change  in  disparity  between  subsequent  trials  were  not  different  from  zero.  (BDisParity=- 
0.04,  t(1225)=-0.64,  p=. 52;  BDisParitychange=0.06,  t(1225)=1.21,p=.23). 

Figure  5  shows  the  ISI  deviation  between  the  machine  recording  and  the  display  recording  as  a 
function  of  trial  number.  It  is  clear  that  although  there  is  a  non-zero  difference  between  these  two 
measurements,  the  variability  in  that  difference  is  small  and  that  over  time  the  difference  is  consistent. 
A  regression  line  predicting  the  ISI  deviation  as  a  function  of  trial  order  showed  a  nearly  zero  slope  for 
trial  order,  BinaiOrder=-0.001,  t(  1 226)=- 1 .21 ,  p=.23.  We  infer  that  both  the  machine  logging  and  display 
recording  show  a  consistent  baseline  variation  that  is  not  a  function  of  experimental  factors. 
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Figure  5.  Recording  4:  Plot  of  the  difference  between  the  machine  ISI  and  the  recorded 
display  ISI  as  a  function  of  the  trial  number.  The  red  line  is  the  regression  line. 
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5.5  Recording  5:  Screen  Recording  during  Human  Data  Collection 


Recordings  1-4  captured  variability  in  the  display  ISI  times  inherent  to  the  machine.  To  examine 
if  this  variability  shows  any  predictive  relationship  with  human  performance,  we  recorded  the  display 
timing  for  a  full  experiment  while  a  participant  performed  the  stereo  depth  detection  task.  If  there  is  no 
correlation  between  the  human  performance  and  the  variability  within  the  recorded  experiment  ISI,  we 
can  infer  that  the  display  variability  is  not  systematically  biasing  the  human  observations.  In  this  case, 
we  can  conclude  that  the  display  technology  is  sufficient  for  human  stereo  perception  research. 

The  display  recordings  in  Recording  5  were  nearly  identical  to  those  in  Recording  3,  where  we  had 
the  variation  in  stimulus  depth  and  the  randomly  sampled  ISI  times.  The  camera  position  was  adjusted 
to  allow  the  participant  to  sit  directly  in  front  of  the  center  of  the  screen.  As  discussed  in  the  General 
Recording  Methodology,  the  camera  was  positioned  to  the  left  of  the  participant,  angled  to  the  center 
of  the  display.  The  number  of  trials  was  1200,  equivalent  to  the  human  depth  perception  experiments 
of  interest  to  7 1 1  HPW/RHCV. 

Two  human  observers  were  shown  a  series  of  circle-shaped  objects  on  the  LG  3D  stereo  display. 
One  object  appeared  centrally  on  the  display  at  a  time.  Their  task  was  to  determine  whether  or  not  each 
object  was  shown  in  depth  (3D)  or  flat  on  the  screen  (2D).  Participants  were  instructed  to  respond  to 
every  trial  with  either  the  left/right  mouse  button  depending  on  if  they  thought  each  images  was  2D  or 
3D.  Right/left  assignment  was  counterbalanced  across  participants.  They  were  instructed  to  maintain 
a  high  level  of  accuracy,  and  while  being  accurate  to  respond  as  quickly  as  possible. 

For  Recording  5,  data  analyses  were  completed  for  each  individual  participant,  not  collapsed  across 
participants.  Note  that  some  response  time  data  for  Participant  1  was  lost  after  recording.  Degrees  of 
freedom  in  the  subsequent  analyses  have  been  corrected  for  this. 

Figure  6  shows  the  response  times  plotted  against  the  ISI  deviations  for  each  participant.  A 
correlation  coefficient  between  these  two  variables  was  estimated  for  each  participant.  Participant  1  ’s 
data  had  a  correlation  of  rpi=-0. 067,  and  Participant  2  exhibiting  a  correlation  of  rP2=. 003. 

Two  t-tests  were  used  to  examine  if  the  observed  correlations  between  ISI  deviation  and  response 
time  were  significantly  different  from  a  null  hypothesis  correlation  of  zero.  No  significant  differences 
were  found  (fpi(879)=01.98,  p=0.48,  fP2(1198)=0.10,  p=0.98).  These  results  imply  no  practical 
relationship  between  the  ISI  deviations  resulting  from  the  display  latency  delays  from  the  scheduled 
ISI,  reported  with  recorded  video  using  MATLAB,  and  the  participant  response  times. 
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Figure  6.  Recording  5:  ISI  deviation  plotted  against  human  response  time  on  each  trial. 
Data  from  Participant  1  is  plotted  on  the  left  side,  and  data  from  Participant  2  is  plotted  on 
the  right  side. 


Figure  7  shows  the  human  response  times  plotted  against  the  ISI  frame  count  for  all  trials,  together 
with  the  correlation  between  these  two  variables:  rpi=- 0.017  and  rP2= 0.027. 

Two  t-tests  were  used  to  test  if  the  empirical  correlation  values  were  significantly  different  from 
zero.  There  were  no  significant  differences  between  zero  and  the  observed  correlation  values 
(fPi(879)=-0.52,  p= 0.61,  /P2(l  198)=-0.93,  p= 0.35).  These  results  indicate  no  significant  relationship 
between  the  recorded  ISI  and  the  response  times  of  the  participants. 
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Figure  7.  Recording  5:  Response  time  plotted  as  a  function  of  ISI  frame  count. 
Correlation  coefficients  are  given  in  the  upper  right  hand  of  each  plot.  Participant  1  is 
plotted  on  the  left;  Participant  2  is  plotted  on  the  left. 


Figure  8  shows  plots  of  the  human  observers’  response  times  plotted  against  the  stereo  depth  cue 
of  the  stimulus,  for  each  trial.  Correlation  coefficients  were  estimated  between  these  two  variables: 
rpi=-0.158  and  rP2=- 0.381. 

Two  t-tests  were  used  to  test  if  the  correlation  coefficient  estimates  were  significantly  different 
from  zero  (fpi(879)=-4.75,  pc.OOl,  7P2(1198)=-14.26,  pc.OOl).  These  tests  indicate  that  the  response 
times  were  significantly  negatively  correlated  with  stereo  disparity.  This  means  that  responses  were 
faster  (shorter  response  times)  when  the  stereo  depth  cues  were  larger.  This  is  not  surprising,  as  larger 
depth  cues  are  easier  to  discriminate  as  3D  from  the  2D  stimuli. 

Two  additional  paired  two-sample  t-tests  were  run  to  compare  the  ISI  deviation  as  a  function  of 
stimulus  stereo  disparity.  There  was  no  significant  difference  in  ISI  deviation  as  a  function  of  stimulus 
depth  0t(879)=-.703,p=.482,  72(1198)=-1.636,p=.102). 

Taken  together,  there  is  not  practical  correlation  between  the  human  response  times  and  the 
stimulus  display  timing.  The  effect  of  stimulus  disparity  on  the  human  response  times  is  consistent  with 
the  perception  of  stereo  depth  cues.  Herein,  we  showed  that  this  effect  is  not  influenced  by  the  display 
timing  properties  of  those  same  images. 
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Figure  8.  Recording  5:  Response  time  plotted  against  of  stimulus  stereo  disparity  cue  level. 
Correlation  coefficients  are  given  in  the  upper  right  of  each  plot.  Participant  1  is  plotted  on 
the  left  side;  Participant  2  is  plotted  on  the  right  side. 
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6.  Conclusion:  Implications  for  3D  research 

In  conclusion,  we  were  able  to  eliminate  possible  effects  of  specific  ISI  timings,  trial-by-trial 
dependencies  of  disparity  or  ISI  timing,  and  errors  in  software  time  recordings.  We  did  find  the  3D 
mode  of  the  hardware  display  does  cause  an  increase  in  ISI  as  disparity  increases.  However,  these 
dependencies  do  not  affect  participant  performance.  The  experiment  under  analysis  can  continue 
running  due  to  no  affects  of  participant  performance. 

To  address  the  concerns  some  participants  have  brought  to  our  attention,  there  may  be  a  latency 
change  in  the  perceptual  processing  of  3D  images  that  gives  the  participants  an  experience  of  trials 
with  larger  depths  taking  an  increased  amount  of  time  to  display  the  image.  There  is  very  little  literature 
addressing  this  concern  of  the  timing  of  human  stereoscopic  processing.  Some  suggest  that  the  verging 
of  the  eyes  takes  longer  as  the  disparity  increases  (Marr,  1982;  Wolf,  Schuchardt,  &  Rosenzweig, 
1996).  This  is  a  plausible  explanation  for  the  perceptual  phenomenon.  After  finishing  thorough 
hardware  and  software  analyses,  we  can  conclude  the  timing  dependencies  are  not  sufficient  enough  to 
be  concerned  for  our  experimental  findings. 
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LIST  OF  ACRONYMS,  ABBREVIATIONS,  AND  SYMBOLS 

2D  two-dimensional 

3D  three-dimensional 

711  HPW/RHCV  711  Human  Performance  Wing,  Battlespace  Visualization  Branch 
arcmin  Minute  of  arc,  unit  of  angular  measurement 

fps  frame  per  second 

ISI  Inter-stimulus  Interval 

ms  millisecond 
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